Background and Purpose: The purpose of this study was to evaluate the internal and marginal fit of chrome cobalt (Co-Cr) crowns were fabricated with laser sintering, computer-aided design (CAD) and computer-aided manufacturing, and conventional methods. Materials and Methods: Polyamide master and working models were designed and fabricated. The models were initially designed with a software application for three-dimensional (3D) CAD (Maya, Autodesk Inc.). All models were fabricated models were produced by a 3D printer (EOSINT P380 SLS, EOS). 128 1-unit Co-Cr fixed dental prostheses were fabricated with four different techniques: Conventional lost wax method, milled wax with lost-wax method (MWLW), direct laser metal sintering (DLMS), and milled Co-Cr (MCo-Cr). The cement film thickness of the marginal and internal gaps was measured by an observer using a stereomicroscope after taking digital photos in ×24. Results: Best fit rates according to mean and standard deviations of all measurements was in DLMS both in premolar (65.84) and molar (58.38) models in µm. A significant difference was found DLMS and the rest of fabrication techniques (P < 0.05). No significant difference was found between MCo-CR and MWLW in all fabrication techniques both in premolar and molar models (P > 0.05). Conclusion: DMLS was best fitting fabrication techniques for single crown based on the results.The best fit was found in marginal; the larger gap was found in occlusal.All groups were within the clinically acceptable misfit range.
Introduction
Metal based ceramic restoration are still the most common used for fixed partial dentures such as crowns and bridges. [1] In order to have a suitable and successful restorations, the clinicians should be focused on both qualitative and quantitative assessments. One of aspect of this assessment to evaluate the marginal adaptation of crown and bridge restorations. [2] The ideal internal or marginal adaptation will result in minimal plaque accumulation and also diminish the carious lesion, bone loss, and periodontal diseases under the restorations. [3] There have been numerous studies on marginal adaptation for fixed partial dentures. Previous studies using different materials and techniques showed a wide range of reported values of marginal and internal fit. [3] [4] [5] [6] [7] [8] In the fabrication of cast metal restorations, the lost-wax casting technique is one of the most widely used methods. [9, 10] However, in recent years, technological methods, which are more efficient, began to be used instead of conventional methods. Technology and equipment from other industries have regularly been adapted for use in the dental industry. Scanners, both model and intraoral, have their roots in other markets. Most of the computer-aided manufacturing (CAM) milling systems in use today in dental laboratory production processes came from other industries. Thus, three-dimensional (3D) printing and rapid prototyping technologies used in general manufacturing have joined computer-aided design (CAD) and CAM milling and scanning as an emerging and new technology in dentistry. [6, 8, 9] The use of this new technology machinery, as well as speed up production, allows significant savings in the production costs. All of these reasons, manufacturers increasingly are choosing these production methods. Another important point in addition to these advantages is the adaptation of restorations. Most of the prosthetic treatments are fixed dentures which their aims restore function, esthetics, and phonation. [5] The durability of these restorations depends on their compatibilities with tooth and periodontal tissues. Underfitting of restoration causes some problems such as bacterial plaque retention areas, secondary caries, periodontal inflammation, and increased microleakage. [3] Because of these factors, treatment success depends on the perfect fit between the tooth and the restoration.
The aim of this study was to evaluate and compare the internal and marginal fit in vitro of single crowns using four different fabrication techniques using laser sintering, CAD/CAM, and conventional methods. The null hypothesis was that significant difference would be found with laser sintering with other techniques.
Materials and Methods

Fabrication of models
One premolar and one molar teeth model were designed as having 360° chamfer preparations with 16° total occlusal convergence, with 3D designing software (Maya, Autodesk Inc., Millwaley, California) [ Figure 1 ]. Sixty-four premolar, 64 molar polyamide (PA2200) models were produced with the 3D printer (EOSINT P380 SLS,Eos GmbH Electro Optical Systems, Krailling, Germany). The premolar model was designed as a maxillary first premolar and the other molar model designed like a maxillary second molar.
The tooth designed like cylinders and the dimensions for each model were prepared based on Dental Anatomy Book (Wheeler's Dental Anatomy, Physiology and Occlusion, and Saunders Elsevier) [ Figure 2 ]. [11] All models were standardized and prepared for the fabrication of specimens (crowns). Thirty-two (16 molar/16 premolar) of the master models were used for fabrication of crowns using four different technique as a conventional lost wax method (CLW), Milled wax with lost-wax method (MWLW), milled chrome cobalt (MCo-Cr), and Direct Laser Metal Sintering (DLMS). The working models for CLW group were coated with five layers of die-spacer (Megadental GmbH, Büdingen, Germany). Each layer was approximately 10 µm with a total thickness of 50 µm according to previous studies. [8, 12] In total, 128 single premolar and molar crowns were fabricated using these different production techniques with 32 specimens in each group. Nothing were performed for the produced crowns except polishing outer surface with a metal blur and cleaning inner surface using airborne particle abrasion using 125 µm aluminum oxide with three bars pressure.
For obtaining conventional lost wax method frameworks
Only in CLW frameworks was used. These frameworks were reproduced from master models. For this instance, impressions were used. Impressions were made using simultaneous dual-mix impression technique from 32 master models using polyether material (Impregum, 3M ESPE, Seefeld, Germany) according to manufacturer's direction. Type IV stone was poured into the impressions under vibration. The frameworks were then obtained from the master model for the further production of the crowns.
For obtaining conventional lost wax method crown
The patterns are waxed-up and invested with a phosphate-bonded investment by using cylinders without a metal ring. Wax patterns were examined by one observer to ensure that no visible gaps were constituted between patterns and die margins. The vacuum casting of specimens was performed with an induction centrifugal machine under vacuum pressure at a temperature of 1450°C. The castings were sectioned with a disc from the spruces.
For obtaining milled wax with lost-wax method crown
The master models were scanned (D700, 3D Scanner, 3Shape A/S, Copenhagen K, Denmark). After scanning, the modeling of the crowns was constituted. The cement film thickness was set to 50 µm with no space 0.5 mm from the margin. CAD was sent to CAM machine for production using 3Shape CAD design software (3Shape A/S, Copenhagen K, Denmark) [ Figure 3 ]. The casting technique and other steps were performed similarly to that described above for the LW method. For obtaining milled chrome cobalt crowns Same CAD process for MWLW was used and the final data were sent to CAM machine in order to mill Co-Cr alloys.
For obtaining direct laser metal sintering crown
The same CAD procedures were performed for the laser sintering. A laser sintering machine (Concept Laser M1 cusing, Hofmann, Lichtenfels, Germany). The density of the laser was 2-10 cm 3 /h depending on the material. The thickness of the sintered layer is 0.02-0.08 mm.
Cementing and sectioning of specimens
All crowns were cleaned with steam and dried before cementation. A blue ink was mixed with polycarboxylate cement (Adhesor Carbofine, Spofa Dental, Warsaw, Poland) and crowns placed to master models applying finger pressure. After cleaning the excess cement, the 50N force was applied for 1 h with a loading device. After cementation, the crowns with master models were embedded in epoxy resin for 12 h to stabilize their position. The models were sectioned mesiodistally from the center of the samples with a low-speed saw (IsoMet, Buehler Ltd., Lake Bluff, USA). The half of the model was used to analyze the cement film thickness [ Figure 4 ].
Measurement of cement film thickness
The analysis was performed using a stereomicroscope. Three digital photos were taken with a magnification of ×24 from different regions for each abutment. These photos analyzed in a measuring software program (Leica Application Suite v. 3.3.1 Leica Microsystems GmbH, Wetzlar Germany) for each crown, 17 reference measurement points were analyzed. These points were also divided into four locations as marginal (point 1, 2, 16, 17), occlusal (point 8, 9, 10), axial (6, 7, 11, 12) , and chamfer (3, 4, 5, 13, 14, 15) points in order to make comparison among them [ Figure 5 ]. The observer measured each point 5 times, and the means of the measurements were noted.
Moreover, in order to test interobserver variability was also tested. For this reason, the observer performed all measurements 2 times after 2 weeks of first measurements. In total 21.760 measurements were performed on the 128 specimens by one blinded observer.
Data management and statistics
Statistical analyses were carried out using the SPSS 17.0.1 software (SPSS, Chicago, IL, USA). To assess intraobserver reliability, the Wilcoxon matched-pairs signed rank test was used for repeat measurements. Pearson Chi-square and One-way ANOVA was performed for statistical analysis among the techniques and four measurement locations (P < 0.05).
Results
Intraobserver consistency
Repeated measurements indicated no significant intraobserver difference for the observers (P > 0.05). Overall intraobserver consistency for observer 1 was rated at 89.2% for premolars and 86.4% for molars between the two measurements, respectively. The computer-aided design process using 3Shape computer-aided design software
The mean of these two measurements was used for further statistical analysis regarding the cement film thickness for different fabrication techniques and also for evaluating four locations. For each crown, 17 reference measurement points were analyzed. These points were also divided into four locations as marginal, occlusal, axial, and chamfer points in order to make comparison among them All measurements were found to be highly reproducible for the observers, and no significant difference was obtained from two measurements of the observers (P > 0.05).
Marginal measurements
Moreover, when evaluating the marginal points independently, marginal gap values recorded in point 1 was significantly smaller than the other marginal points (2, 16, and 17) without a significant difference (P > 0.05) [ Table 2 ].
Molar marginal measurements
The mean marginal gap values of all groups were 39. Table 3 and Figure 6 ]. Table 3 and Figure 6 ].
Occlusal measurements
Premolar marginal measurements
Axial measurements
Premolar marginal measurements
When the mean values of axial measurements evaluated, the gaps were found to be 61.9-101.15 µm (SD: 14.07- No significant difference was found among axial, occlusal, and marginal gap measurements for CLW (P < 0.05). Statistical significance was found between DLMS and the other fabrication techniques. DLMS had a lower gap than the other techniques (P < 0.05). Table 1 shows the measurements according to point by point. The occlusal points (6, 7, 11, and 12) individually showed no significant difference in terms of gap measurements (P > 0.05). However, a significant difference was found between axial and marginal for DLMS and MCo-CR (P < 0.05) [ Table 2 ].
Molar marginal measurements
The marginal gap value was between 57.9 and 124.6 µm (SD: 10.5-21.18). The overall mean value for marginal measurements of all groups was 100 µm (SD: 18.75). Statistical significance was found between DLMS and the other fabrication techniques. DLMS had a lower gap than the other techniques (P < 0.05). No significant difference was found for point by point measurements (P > 0.05) [ Table 3 and Figure 6 ].
Chamfer measurements
Premolar marginal measurements
When the mean values of chamfer measurements evaluated, the gaps were found to be 57. Table 2 ].
Molar marginal measurements
The marginal gap value was between 43.9 and 103 µm (SD: 9.8-20.12). The overall mean value for marginal measurements of all groups was 84.15 µm (SD: 19.04). Statistical significance was found between DLMS and the other fabrication techniques. DLMS had a lower gap then the other techniques (P < 0.05). No significant difference was found for point by point measurements (P > 0.05) [ Table 3 and Figure 6 ].
Discussion
The aim of this study was to evaluate the effect of production methods in two models using different fabrication techniques. The results support the acceptance of the null hypothesis as a significant difference was found in the marginal and internal gap among DLMS and the other methods.
Several different methods were described to analyze and evaluate the marginal and internal gap and the fit of the restorations in previous studies. [5, 6, 8, [13] [14] [15] [16] Most of the investigators used a single master model and subsequently used working models using impressions. [4] [5] [6] 16, 17] The shortcoming of this technique is the impact of impression taking on the reproducing of the working models. Moreover, it was impossible to evaluate the models again after a time-frame. To standardize the dimensions of the models, a different production method from other studies has been used. Whereby distortion may occur when taking impressions and casting was avoided. However, still there are limitations on producing the frameworks or work models. [8] In this study, the models were fabricated using a 3D printer and used to evaluate the marginal and internal gaps. To the best of our knowledge, no study was performed to fabricate the models in the 3D printer. The usefulness of this method is to overcome the replication of the models and every time the same models fabricated and were used to obtain crowns with different fabrication techniques.
There are many variables tooth preparation design, restoration fabrication techniques, and resin cement on the marginal/internal gap. [18] Moreover, when evaluating these gaps in in vitro conditions, even the measuring points and also measuring techniques can influence the results. [19] However, before making any attempt to evaluate such parameters, the optimally acceptable gap dimensions should be known. Mclean and von Fraunhoder [20] in 1971 concluded that 120 µm can be the acceptable range for the marginal gap while some other studies [21, 22] rated the values 100 µm or between 100 and 150 µm is the acceptable gap [23, 24] In the meantime 200-300 µm concluded to be the marginal misfit. [25] [26] [27] In the meantime, the measurement points and location yet is important. 17 points in mesiolingual dimension were used to evaluate as many locations as it can be in the models.
This study found 85.97 µm for premolar and 90 µm for molar crowns as overall gap measurements which are in the limit for the good restoration gap. When evaluating the highest marginal, gap was found in CLW (96.81 µm for premolar and 120.66 µm for molar) while the lowest values were found in DLMS (65.84 µm for premolar and 58.39 µm for molar). This result is consistent with other studies as DLMS is the lowest marginal gap and best fit.
Oyague et al. [28] compared CLW and DLMS in implant-supported restorations and figured out a gap between 30.5 and 50.1 µm for Co-CR restorations in DLMS. They also found an internal marginal gap in CLW for Cr-Co to be 78.2-91.8 µm and for Pd-Au as 45.2-61.7 µm. Quante et al. [14] used silicon replica method and evaluated the marginal and internal gap using laser melting technology. They measured from 10 difference points and found the gap values between 250 and 350 µm using laser melting technology in single crowns while with laser-sintered Co-Cr crowns with a mean intergap of 63 µm, which is similar to our findings.
Similarly, Samet et al. [29] investigated the gap values using CAD/ CAM and figured out a gap value for CAD/CAM 175 µm. Recently, Örtorp et al. [8] conducted a similar study like ours; they used the same techniques for fabrication of the models. They figured out the DLMS had the lowest mean value below 100 µm followed by MWLW, CLW, and MCo-Cr. Our results are consistent with their results as DLMS had the lowest value followed by MCoCr, MWLW, and CLW. The values for MWLW, MCo-Cr, and DLMS were under the 100 µm which can be acceptable for a good marginal fit. However, it should be stated that this study was performed on three-unit fixed dental prosthesis while our study conducted on single crowns. For single tooth restorations, it was stated that 120 µm is an acceptable marginal gap which our results were below for all techniques. [20] For CAD/CAM fabrication restorations, there are only few studies about single crown restorations. Recently, all ceramic onlay were investigated using CAD/CAM technology and figured out an internal gap value between 80 and 85 µm. [30, 31] In the recent study by Guess et al. [13] found a CAD/CAM-fabricated an in-plane switching e.max CAD onlay restorations with a mean gap of 54 µm. Moreover in the literature, the values between 50 and 60 µm were also reported by some studies for CAD/CAM-fabricated restorations. [13, [32] [33] [34] [35] Our results indicated the values for 89.29 µm (premolar) -104.09 µm (molar) for MWLW and MCo-Cr that fabricated CAD/CAM. This result is in line with some results [30, 31] but larger than Guess et al.'s study [13] which can be interpreted as the different preparation designs and also the material itself.
The fabrication using different techniques indicated no marginal gap difference within the occlusal surface (P > 0.05) as in our study. However, significant differences were found for premolar single crowns for other locations (axial, marginal, and chamfer) [ Table 1 ]. The marginal discrepancies can be explained by the fact that the restorations margin were placed by 1 mm above the cementoenamel junction and while having the wax modeling stage or CAD/CAM design these areas are tended to have more distortion. Thus, the marginal gap values can be affected by the techniques. [12, 13] For axial measurements, Beuer et al. [5] figured out a mean gap 71 µm for ceramic restorations using CAD/CAM while Bindl and Mörman [36] found reported an axial gap 103 µm for Zirconia. Kahramanoglu and Kulak-Özkan [37] found their implant supported fixed dental prosthesis and figured a gap value for axial between 117.21 and 203.26 µm. In this study, we found 61.9-101.15 µm axial gap value for premolar and 57.9-124.6 µm for molar single crowns. These results are also similar to previous studies. However, it should also be stated that this study was based on Single Cr-Co crowns. No attempt to compare these results with the previous studies since no applicable data could be found.
The measurement of occlusal gap showed the highest values for both premolar and molar single crowns. Previous studies also found similar results on this. As indicated in a previous study, [37] the occlusal gaps were found to be higher because of occlusal reduction of burnout copings.
The main limitation of this study that only mesiodistal measurements were made, but buccal-lingual measurements were not done. Another limitation can be when the cross sections examined in the microscope, some of the areas on model-cement border occurred blurry due to the structure of polyamide. In order to avoid this limitation, we determined as many points as we can [ Figure 5 ] and also made five measurements from that point and repeated all measurements for intraobserver confidence.
Conclusion
In conclusion, within the limitation of this study, the best fit was in DLMS group, followed by CAD/CAM (MWLW, MCo-Cr) and the conventional method. The best fit was found in marginal; the larger gap was found in occlusal. All fabrication techniques used in this study can be used for single crowns; however, because of speed-up production and for cost effective DLMS should be used for single crown manufacturing.
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